This article is distributed under the terms of the Creative Commons Attribution (CC BY) licence. This licence allows you to distribute, remix, tweak, and build upon the work, even commercially, as long as you credit the authors for the original work. More information and the full terms of the licence here: https://creativecommons.org/licenses/ Takedown If you consider content in White Rose Research Online to be in breach of UK law, please notify us by emailing eprints@whiterose.ac.uk including the URL of the record and the reason for the withdrawal request. 
Introduction
Kay pictures, a picture-based near and distance visual acuity (VA) test, has been designed to measure VA in children aged 2-3 years old and can also be used to measure VA in illiterate adults. 1 The near printed Kay picture test is designed to examine VA at 33 cm and can assess VA from 0.875 to 0.000 logMAR. The test is comprised of a card with crowded and uncrowded pictures. The crowded format shows four pictures at each acuity level with no repeats surrounded by a crowding bar. In clinics, Kay pictures are primarily used to assess children.
VA apps designed for smart phones and tablet computers have been developed for non-eye-care professionals to test VA in children. It has been advocated the apps could play a beneficial role in vision screening, testing patients at the bedside or even the introduction of tele-health care within orthoptics. 2, 3 The iSight app for the iPad has been produced with Kay pictures. A near and distance crowded Kay picture test is available using the iSight app. The near test is based on the same principles as the printed near crowded Kay pictures. It measures VA from 0.800 to 0.000 logMAR, with four different pictures shown on each acuity line surrounded by a crowding bar. One acuity line is shown at a time on the iPad. The test begins with the 0.800 logMAR size. Progressively smaller logMAR pictures are shown in 0.100 logMAR intervals. If the examiner inputs three or more picture optotypes that are named incorrectly on an acuity line the test is terminated and VA is recorded as the logMAR size above. The examiner enters the responses into the iPad and a score is generated by the app. The design of the distance crowded Kay picture iSight app is different to the near app. Due to the size of an iPad there is a different number of optotypes shown on each acuity line on the distance tests. Northway et al. 4 compared the distance crowded Kay picture book with the iSight app at 3 m. They found the two tests agreed well in a group of preschool children and concluded that the distance iSight app could make a useful screening tool. As the near and distance Kay picture tests on the iSight app are different, it remains unknown whether the near test on the iSight app is also comparable to the near printed crowded Kay pictures. The authors have found no published studies providing normative data on picture-based near VA charts. Thus there is a need for near picture-based logMAR tests to be investigated.
The aim of this study was to compare the VA scores using the near crowded Kay picture iSight app designed for the iPad and the printed near crowded Kay picture test in amblyopic children and typically developing children to determine whether the VA scores are clinically interchangeable. The study also aimed to investigate any differences in the sensitivity between the iSight app on the iPad and the near printed crowded Kay picture tests in revealing the inter-ocular VA difference.
Methods
The study prospectively collected data using a crosssectional convenient sample in a repeated measures design. Ethics approval was gained from the London City and East Research Ethics Committee prior to data collection. All parents and participants were given participant and parent information sheets. Consent forms were signed by parents of all participants prior to inclusion in the study. Children aged 7 years and over completed an assent form.
All participants were examined by the same examiner to ensure standardised testing. To minimise order effect, counterbalancing using a Latin square was used to decide the order of vision test and which eye was tested first. The order of the pictures is different on the reverse side of the near Kay picture card. The reverse side was used for the second eye tested to prevent participants memorising the test. The iSight app automatically randomises the order pictures are shown each time the test is restarted. To enable VA to be assessed to threshold, and thus avoid ceiling and floor effects, the testing distance was altered. If the participant was unable to identify the largest size pictures (0.800 logMAR) the test was moved closer. If the participant was able to see all the smallest size pictures (0.000 logMAR) the testing distance was increased. The altered testing distances were calculated by multiplying or dividing the test distance by the logarithmic progression ratio 1.2589. 5, 6 Each time the testing distance was altered the printed Kay picture card was reversed and the iSight app was restarted to randomise the picture order.
Termination criteria
The individual optotype termination criteria (referred to as the per picture termination criteria) and the iSight app termination criteria (referred to as the per line termination criteria) were used for both the iSight app and the printed Kay picture tests. For the per picture termination criteria each participant was asked to name every picture optotype from the largest size until an entire line of optotypes were read incorrectly. The response for each optotype shown was included in the VA score. The iSight app does not use a per picture termination criteria scoring method. If three or more optotypes on one acuity line are not read correctly the test is terminated and VA is scored at the logMAR acuity level above. As the examiner enters the responses the app calculates the VA score using the above-described per line termination criteria. The researcher recorded the per line termination criteria first and manually continued the test until the per picture termination criteria were met.
Participants
Two participant groups (amblyopic paediatric patients and typically developing children) were chosen to determine whether measures of VA threshold and inter-ocular VA differences obtained using the near printed crowded Kay picture test versus the iSight app were different. A convenient sample of 34 typically developing participants were recruited from one primary school and 23 amblyopic participants were recruited from patients attending outpatient orthoptic clinics at Cheltenham General and Gloucestershire Royal Hospitals. Patients aged 3-9 years attending the hospital eye clinic diagnosed with strabismic, anisometropic, meridional, or combined amblyopia were included. Amblyopia was defined as a best corrected VA of 0.200 logMAR or worse in the amblyopic eye and an inter-ocular VA difference of no less than 0.100 logMAR as described by Elliot and Firth. 7 Participants were required to wear up-to-date spectacles issued within the last 12 months if prescribed. Typically developing children aged between 3 and 9 years were included in the study but those aged between 4 and 5 years who did not pass their school vision screening test were excluded. Children with known intraocular pathology, stimulus deprivation amblyopia, attention deficit hyperactivity disorder (ADHD) and ptosis were excluded. Non-English-speaking participants were excluded from the study as there was no funding for the use of an interpreter.
Procedures
Both VA tests were held 33 cm from the participant's eye in a slightly depressed position. A tape measure was used to ensure VA was tested at the correct distance. Parents of participants held the tape measure in place for amblyopic participants recruited from hospital clinics. The testing distance for typically developing participants was re-measured each time a participant moved their head as no third person was available to hold a tape measure in place. VA was measured uniocularly using the printed near crowded Kay picture test, and the computerised near crowded Kay pictures using the iSight app on a third-generation iPad with retina display.
Statistical analysis
Data recorded using the per picture termination criteria and per line termination criteria were recorded and analysed separately. Data for the two participant groups were also analysed separately to enable an analysis of any differences in inter-ocular VA between the two tests, as it is possible for there to be a difference in the interocular difference in VA in the absence of a significant difference in monocular VA. The data were analysed to assess for normal distribution using the Shapiro-Wilks test for normality. As the data were normally distributed parametric tests were performed for further analysis. A two-tailed paired t-test assessed for significant difference in VA scores between printed and computerised crowded Kay pictures at near using the iSight app, and also between the per picture and per line termination criteria. The Bonferroni method was used to adjust for multiple comparisons. The traditional significance level of 0.05 has been divided by the number of comparisons made.
The p values are therefore significant if equal to or less than 0.01. Descriptive statistics using methods outlined by Bland and Altman 8 were used to assess how well near computerised crowded Kay pictures using the iSight app for the iPad agreed with the printed near crowded Kay picture card. IBM SPSS Statistics version 21 was used to analyse the data. 
Results
A total of 57 participants aged between 3 years 2 months and 9 years 8 months (mean 6 years 3 months Ô 1 year 7 months) participated in the study. Thirty-four participants were recruited to the typically developing group (mean age 6 years 5 months Ô 1 year 8 months, range 3 years 2 months to 9 years 8 months) and 23 participants (mean age 6 years 1 month Ô 1 year 4 months, range 3 years 4 months to 9 years 2 months) to the amblyopic group. In the amblyopic group, 13 had strabismic, 4 anisometropic and 6 a combination of strabismic and anisometropic amblyopia. Kolmonogorov-Smirnov ( p > 0.05) and ShapiroWilks tests ( p > 0.05) revealed the data to be normally distributed.
The mean VA Ô standard deviation (SD) measured using the per line termination criteria and per picture termination criteria data for each test condition are shown in Table 1 .
The differences in VA scores obtained between the two tests are displayed in Table 2 .
The impact of the two different termination criteria on the VA scores obtained for each test was analysed using a two-tailed paired t-test. Table 3 shows the mean difference and significance values between the per line and per picture termination criteria.
The mean differences between the inter-ocular VA difference for the iSight app and near printed crowded Kay pictures using the per line and per picture termination criteria in typically developing participants were 0.003 Ô 0.004 and 0.005 Ô 0.002 logMAR respectively. In amblyopic participants the mean differences were 0.009 Ô 0.156 logMAR and À0.058 Ô 0.214 logMAR for the per line and per picture termination criteria respectively. There was no statistically significant difference between the inter-ocular differences using the two tests in typically developing participants when assessed with the per line (t = 1.999, p = 0.85) and the per picture termination criteria (t = 1.999, p = 0.65), or in amblyopic participants assessed with the per line (t = 0.267, p = 0.79) and the per picture termination criteria (t = À1.314, p = 0.20).
Bland-Altman analysis was performed to assess the level of agreement between the iSight app and near printed crowded Kay pictures. Fig. 1 shows the best and least agreement in typically developing participants and Fig. 2 the equivalent data for amblyopic participants. The mean differences in VA, SD of the difference, 95% upper and lower limits of agreement and coefficient of agreement (1.96Â SD of the difference) for the two groups of participants are shown in Table 4 . The coefficient of agreement represents the amount of variation in VA that can be expected between the two tests. 
Discussion
The computerised near crowded Kay pictures using the iSight app showed similar results to the near printed crowded Kay picture test for both amblyopic and typically developing children. Using a Bonferonni correction, a statistically significant difference in the mean VA scores between the two tests was found only in the left eyes of the typically developing children tested using the per line termination criteria. The difference was <2 optotypes and would not be considered clinically significant. There was no statistically significant difference between the inter-ocular VA differences for each of the two tests in either the typically developing or the amblyopic participants. This indicates that the two tests are comparable in their ability to detect amblyopia, as one test does not produce more of a crowding effect in either group of children.
The use of computerised VA tests in eye clinics is becoming increasingly popular. A number of studies have validated and compared computerised tests with the traditional printed versions and found comparable results.
9-11 Shah et al. 11 reported a mean difference of À0.01 logMAR in a paediatric amblyopic group when the printed crowded Kay picture test was compared with computerised Kay pictures on the COMPlog system -a similar finding to the À0.017 Ô 0.089 logMAR mean difference found in the amblyopic eyes tested with the per line termination criteria in this study.
Bland-Altman analysis comparing the agreement between the two tests showed the coefficient of agreement to range between À0.176 and À0.215 logMAR for typically developing children and between 0.123 and À0.243 logMAR for amblyopic children. The coefficient of agreement shows there to be a range of up to two logMAR lines variation between the two tests. The iSight app and the near printed crowded Kay picture test can be considered as clinically interchangeable, as there was no significant difference between the mean VA scores obtained with the two tests and the differences in the mean VA scores shown on the Bland-Altman plots were mostly within 2 SD of the mean, indicating that the two tests agree well. These results compare well with other studies in which computerised tests have been compared with printed VA tests. [9] [10] [11] A difference of >1 line of optotypes is considered clinically significant by some studies; 7, 12 however, other studies report that changes of up to two logMAR lines in either direction can occur as a result of test-retest variability. 9, 11, 13 This study only assessed agreement between tests. Further research is needed to assess the expected measurement error when retesting the same patients with the same technique.
A statistically significant difference was found between the per line and per picture termination criteria in two of the test conditions. In the test conditions where a significant difference was found, the mean difference was approximately one optotype. The slightly worse VA scores were measured when the per line termination criteria were used, but the difference would not be considered clinically significant. The per line termination criteria used by the iSight app would be suitable for use by non-eye-care professionals, with any recommendation advising of the potential difference that may be found.
The sample size was limited to 23 amblyopic participants. Using the mean VA of 0.158 logMAR (SD 0.176) found in the amblyopic group, and an alpha value of 0.01 looking for an effect size of 0.075 logMAR, the study had a power of 38%. For the study to have a power of 80%, 30 more participants would have been needed in this group.
Other factors affecting the results include the behaviour and concentration of children. Behaviour is a variable which cannot be controlled and may have affected results to a greater extent with younger participants. In a larger study an analysis of the results in different age groups may prove useful. The same examiner performed both tests to ensure standardisation of the testing procedure; however, this may have resulted in examiner bias. The study has assumed that light levels were similar for all participants. As light levels were not measured it is possible different light levels affected the results.
There is a clinical impression that near VA scores may improve faster than distance VA scores in amblyopic eyes undergoing amblyopia treatment. The authors have found no published research to substantiate this claim. Christoff et al.
14 found no statistically significant difference between the near and distance VA scores in a group of amblyopic children. These results were from data recorded using single surround HOTV optotypes. Further research is needed to investigate the relationship between the near and distance VA in normal and amblyopic participants using crowded vision tests, as this will inform the relevance for near VA testing. 
Conclusion
This study found that results of the near crowded Kay pictures using the iSight app for the iPad agreed well with those of the printed near crowded Kay pictures in amblyopic and typically developing children. No significant difference was found between the two tests or between the inter-ocular VA differences with each test, which suggests the two tests compare well in terms of VA measures and their ability to detect amblyopia. To further validate the iSight app a larger sample size and an assessment of its repeatability is required.
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